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(57) ABSTRACT 

A device to record and analyze habitual daily activity in 
terms of the history of gait-related musculoskeletal loading 
is disclosed. The device consists of a pressure-sensing 
insole — placed into the shoe or embedded in a shoe sole — 
which detects contact of the foot with the ground. The sensor 
is coupled to a portable battery-powered digital data logger 
clipped to the shoe or worn around the ankle or waist. 
During the course of normal daily activity, the system 
maintains a record of time-of-occurrence of all non-spurious 
foot-down and lift-off events. Off line, these data are filtered 
and converted to a history of foot-ground contact times, 
from which measures of cumulative musculoskeletal 
loading, average walking- and running-specific gait speed, 
total time spent walking and running, total number of 
walking steps and running steps, and total gait-related 
energy expenditure are estimated from empirical regressions 
of various gait parameters to the contact time reciprocal. 
Data are available as cumulative values or as daily averages 
by menu selection. The data provided by this device are 
useful for assessment of musculoskeletal and cardiovascular 
health and risk factors associated with habitual patterns of 
daily activity. 
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METHOD AND APPARATUS FOR 
MONITORING OF DAILY ACTIVITY IN 
TERMS OF GROUND REACTION FORCES 

FIELD OF THE INVENTION 

This invention generally relates to the field of measuring 
physical activity and more specifically to an apparatus and 
method which monitors and quantifies habitual daily activity 
level in terms of the daily history' of the vertical component 
of the ground reaction force. 

BACKGROUND OF THE INVENTION 

One's daily physical activity level is increasingly identi- 
fied as an important contributor to and indicator of general 
health, risk of heart disease and musculoskeletal mainte- 
nance. For example, recent investigations indicate that 
declining activity level with age is a likely contributor to 
decreased muscle mass and strength, and decreased regional 
bone density in the elderly. However, measures of daily 
activity that may apply to the health and maintenance of the 
cardiovascular system may not apply to the musculoskeletal 
system. While the two are closely linked by the type and 
quantity of physical activity, cardiovascular fitness is 
assessed by metabolic measures whereas musculoskeletal 
fitness is quantified in terms of bone density and muscle 
strength and endurance. 

The traditional approach to quantifying daily activity 
level has been to estimate the rate of daily energy expendi- 
ture in kilocalories per day from logbooks, pedometers, or 
activity monitors that record limb or trunk motion or accel- 
erations. These methods provide some quantitative meta- 
bolic information about a subject's habitual activity level, 
but give no indication of the magnitude and frequency of 
musculoskeletal loading, particularly at relevant skeletal 
sites. 

It is generally acknowledged and numerous studies con- 
cur that individuals engaged in activities generating high 
musculoskeletal forces have higher muscle mass and bone 
mass or density in regions subjected to the higher levels of 
force. Theoretical models and experimental evidence sug- 
gest that functions of the average daily history of peak cyclic 
tissue stresses and strains, when properly analyzed, will 
correlate to important functional measures of musculoskel- 
etal fitness. While these models have not incorporated the , 
effect of load-rate on bone or muscle adaptation explicitly, a 
number of experimental studies have indicated that load-rate 
may be an important factor contributing to an osteogenic 
stimulus. It has also been suggested that high load-rates 
accelerate the aging of cartilage tissue leading to osteoar- « 
thritis. 

It is not possible to assess the contribution to musculosk- 
eletal maintenance from daily activity including exercise 
without a method of monitoring and quantifying the signifi- 
cant external forces loading the body during normal daily 5 
activity. By virtue of force and moment equilibrium, high 
external ground reaction forces (GRFs) and ground reaction 
force-rates (GRF-rates or load-rates) are coincident with 
high lower limb internal muscle and bone forces, stresses/ 
strains and stress-/strain-rates. Of the three components of 6 
the resultant ground reaction force, the vertical component, 
GRFz, is the most significant component loading the human 
body during normal daily activities. Studies have shown that 
the energy cost of walking is related to body weight and 
walking speed. Recent studies have also shown that the 6 
metabolic cost of locomotion is directly proportional to the 
magnitude of GRFz and duration of running. 
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It follows that a device that monitors, records and pro- 
cesses long term peak cyclic GRF and GRF-rate histories, 
and in particular, peak GRFzs and GRFz-rates, would be a 
unique and useful means of assessing normal daily activity 
5 in terms of metabolic and musculoskeletal variables. We 
have previously reported on a GRFz recording system that 
uses an analog capacitance insole sensor connected to an 
analog-to-digital converter and microcontroller worn at the 
waist (Whalen et al.. 1993). This system has demonstrated 
to the feasibility of collecting GRFzs, but is expensive, 
requires frequent calibration and replacement of the insole, 
and is not easily miniaturized. 

A number of issued patents describe instrumented shoes 
or insoles for evaluation of exercise sessions. Yukawa (U.S. 
15 Pat- No. 4,649,552) describes a step counting device which 
is attached to an existing shoe, and measures distance 
traveled based on a fixed estimate of average stride length. 
Dassler (U.S. Pat. No. 4,703.445) describes a device which 
accounts for step-to-step gait variability during running by 
means of ultrasonic range finding betw een the left and right 
shoes. 

Frederick (U.S. Pat. No. 4,578,769) and Cavanagh (U.S. 
Pat. No. 4,771.394), describe devices which track temporal 
^ characteristics of ground contact events to improve estima- 
tion of exercise-related parameters during running such as 
speed, distance traveled and energy (calories) expended. 
Similarly, Kato (U.S. Pat. No. 5,033,013) describes a device 
for determination, based on regressions to footfall 
frequency, of speed, distance traveled, and energy expendi- 
ture during walking. Each of these devices is designed to 
estimate work performed during either walking or running 
activity', but not both. 

Devices based on step counting alone do not consider the 
35 magnitude of musculoskeletal loading, and alone cannot 
account for individual gait characteristics, gait speed and 
unpredictable high loading events that may influence bone 
and muscle significantly. For example, these devices cannot 
distinguish between slow' and fast walking, both of which 
U) occur commonly during daily activity and differ signifi- 
cantly with respect to the magnitude of associated peak 
musculoskeletal forces. However, devices which consider 
the temporal characteristics of the footfall pattern may 
account for some of these variations, 
is Frederick (U.S. Pat. No. 4,578,769) observed an approxi- 
mately linear relationship between running speed and foot- 
ground contact time, and subsequently describes a device 
which measures contact time to account for step-to-step gait 
variability to improve prediction of total distance from step 
10 count during running. Furlong (U.S. Pat. No. 4,956,628) 
describes a device which uses pressure sensors or contact 
transducers to detect the presence or absence of contact 
between both feet and the ground, but makes no interpreta- 
tion of the duration or frequency of these events. 

5 A number of devices have been disclosed wriich measure 
physical variables during human activity. Sidorenko et al. 
(U.S. Pat. No. 4,409.992) describe an electronic ergometer 
worn at the waist to measure the amount of performed work 
and magnitude of powder developed by an individual during 
0 walking or running. Bianco (U.S. Pat. No. 4,855,942) 
describes a step counter worn on the wrist. However, activity 
monitors placed on the arm or waist are unreliable indicators 
of musculoskeletal loading. Another device described by 
Sidorenko et al. (U.S. Pat. No. 4,394,865) consists of an 
5 instrumented seismic mass connected to an alarm system for 
detection of abnormally high loads during exercise. This 
device is intended as an alarm system for overexertion, and 
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is not designed as an ergometer. Carlin (U.S. Pat. No. 
4,774,679) describes a device which can be attached to the 
ankle to measure and record local accelerations to estimate 
impact forces during athletic activity in humans and ani- 
mals. Wood (U.S. Pat. No. 5,373,651) describes a device 5 
which estimates and stores force applied to an athletic shoe 
from a plurality of pressure sensors imbedded in the shoe 
sole. 

None of the existing art describes devices to assess 
cumulative musculoskeletal loading during normal daily 10 
activity, which can consist of a combination of sedentary 
activity, walking, and running, in various proportions 
depending on the individual. None of the existing art can 
distinguish between and account for the differences between 
walking and running. The magnitude of the GRF, and ls 
consequently internal musculoskeletal loads, varies greatly 
with gait speed for both walking and running. Prior to the 
present invention, temporal parameters of gait have not been 
used to predict peak GRF. Although this can be tracked by 
direct measurement of the GRF, the temporal approach may 20 
be advantageous because temporal measurements can be 
made more easily, cheaply, and reliably than direct force 
measurements. 

SUMMARY OF THE INVENTION 25 

It is the object of the present invention to provide a 
method and device for quantifying normal daily activity in 
terms of the daily history of the vertical component of the 
ground reaction force, GRFz. 30 

It is a further object of this invention to provide a means 
by which peak cyclic GRFzs are measured indirectly from 
analysis of foot-ground contact times, eliminating the need 
for an analog insole force sensor. 

It is a further object of this invention to provide a means 35 
by which the peak horizontal (medial/lateral and anterior/ 
posterior) components of the resultant ground reaction force 
(GRF) and the peak and average time derivatives of the 
ground reaction force in the vertical and anterior/posterior 
directions can be determined from analysis of foot-ground 40 
contact times. 

It is a further object of this invention to provide a means 
by which the total number of walking steps, total number of 
running steps, total time spent walking, total time spent ^ 
running, average walking speed, and average running speed 4 - 
during daily activity can be determined from a long term 
history of foot-ground contact times. 

It is a further object of this invention to provide a means 
by which the history of foot-ground contact times and stride 
periods can be analyzed and presented in measures of daily 
metabolic energy expenditure. 

It is a further object of this invention to provide a means 
by which the history of peak cyclic GRFzs can be analyzed 
and presented in terms of an Activity Index (AI) and Bone 5 , 
Density Index (BDI). 

It is a further object of this invention to provide a means 
by which the Activity Index (AI) can be represented in terms 
of an “equivalent age” of the user. 

It is a further object of this invention to provide a means 6 
by which the complete history of timing events, peak 
GRFzs, GRFz-rates, and other components, if desired, can 
be offloaded to a computer and analyzed in terms of statis- 
tical distributions. 

These and other objects of the invention are accomplished 6 
with this inventive method and measurement device that 
uses foot-ground contact times: to characterize daily walk- 
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ing and running; to compute gait-related energy expenditure; 
and, to compute indices of daily physical activity related to 
skeletal loading. Specifically, estimated daily peak cyclic 
GRF and GRF-rate histories are computed from ( 1 ) ground 
contact time for walking cycles, (2) ground contact time or 
duty cycle (contact time divided by stride period) for run- 
ning cycles and (3) special procedures for ground contact 
times falling outside the contact-time interval encompassing 
walking and running. The vertical component, GRFz, is the 
most relevant and is discussed in greatest detail here. All 
other GRF or GRF-rate components are computed in the 
same way, but are only available from offline analysis of the 
data. 

The device consists of a sensor placed in the shoe which 
detects contact of the foot with the ground. The sensor is 
coupled to a battery-powered waist-worn, ankle-worn, or 
shoe clip-on digital data logging system with real-time clock 
and microprocessor interfaced to random access memory, 
user pushbuttons, and an alphanumeric display. During 
normal use, the time of occurrence of each “significant" 
foot-down and foot-up event is recorded. Signal processing 
methods are employed to avoid confusing most noise and 
spurious non-significant contacts, e.g., foot tapping, as true 
gait cycles. In the preferred embodiment, a pressure sensor, 
connected to a gas-filled insole, outputs a signal that is 
thresholded to capture primarily weight- bearing contact. 

On user command, following request for “cumulative" or 
“average daily" data analysis, a program is initiated that first 
filters the sequence of stored timing events by removing 
contact times, in pairs of foot-down and foot-up events, that 
are not likely to be gait-related loading cycles. Specifically, 
the program first discards very slow and very fast ground 
contact times known to lie outside the range of gait that 
includes walking, running and “special events" such as stair 
climbing. Next, in sequence, the algorithm l) identifies a 
ground contact time as either walking, "special events", or 
running by the value of the contact-time interval and 2) 
rejects any contact pair that falls outside of the known 
walking or running contact time to stride period relationship. 
Note that for the purpose of this embodiment, ground 
contact times that fall between walking and running are 
classified as “special events” and will be treated as walking 
cycles. 

The remaining timing events are then analyzed as con- 
, secutive walking or running gait cycles having a foot-ground 
contact time, t r , and stride period, T. Cumulative sums of the 
reciprocal of the foot-ground contact time ( l/t r ) and stride 
periods (T) are kept separately for both walking and running. 
In addition, a cumulative sum of stride periods normalized 
) by respective ground contact times (T/t r ) is kept for com- 
putation of gait variables and energy expenditure. The 
timing events are also converted to peak cyclic GRFzs using 
appropriate walking and running regression equations. "Spe- 
cial events" are currently treated as walking cycles, although 
s they extrapolate to higher GRFz values than walking. Note 
that ground contact times identified as running are first 
normalized by stride period (duty cycle) prior to converting 
to peak GRFz loading cycles. 

Further processing yields cumulative and average daily: 
0 walking and running mean speed, steps, and duration; total 
gait-related energy expenditure; Activity Index; Bond Den- 
sity Index; and an “equivalent age" of the user in terms of 
level of skeletal loading. The history of the GRFz, load-rates 
and other GRF components can be further analyzed by 
5 offloading to a computer. The importance of summarizing in 
terms of Weibull distributions (Winterstein et al., 1995 ) is 
that it may be possible to relate specific indices of fitness or 
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health risk to distribution parameters or through application 
of our mathematical model of tissue functional adaptation 
(Carter et ah, 1987 ; Whalen et ah, 1988). 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a histogram and best Weibull distribution hi of 
cyclic peak vertical ground reaction forces (GRFZ) collected 
during 40 hours of normal daily activity. 

FIG. 2 a is a graph showing the relationship between the 
reciprocal of the ground contact time (l/t f .) and peak cyclic 
GRFz during walking and running. 

FIG. 2b is a graph showing the improved correlation 
between the reciprocal of the ground contact time, normal- 
ized by stride period, and peak cyclic GRFz during running. 

FIG. 3 compares measured GRFz loading histories with 
GRFzs computed from ground contact times and ground 
contact times with variability. Data collected outside during 
40 minutes of walking and running. 

FIG. 4 is a graph showing the relationship between the 
reciprocal of the ground contact time and walking and 
running speed. 

FIG. 5 is a graph showing the relationship between the 
reciprocal of the ground contact time and stride period 
during walking and running. 

FIG. 6 is a perspective view of the principal components 
of the invention: the contact insole, and data processing/ 
logging unit. 

FIG. 7 is a perspective view of the system during normal 
use, with the data processing/logging unit worn on the ankle 
of the user. 

FIG. and FIG. 8/? are perspective views detailing the 
external features of the data processing/logging unit. 

FIG. 9 is a block diagram of the internal components of 
the data processing/logging unit. 

FIG. 10 is a block diagram depicting an alternative 
embodiment of the invention, in which some electronic 
components are incorporated into the insole sensor. 

FIG. 11 is a flow chart summarizing the user menu 
structure. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENT 

Theory 

A. Musculoskeletal Adaptation to Physical Activity 

It has been postulated (Carter et al., 1987; Whalen et al., 
1988; Whalen, 1990) that musculoskeletal tissues are regu- 
lated in order to maintain a constant level of average daily 
tissue loading stimulus, 

^= A 'lZ‘^P (1) 

where K is a tissue-specific constant, o n is the peak tissue 
level effective stress for each ith daily loading cycle. A 
tissue-specific weighting factor, a, determines the relative 
importance of the effective stress magnitude compared to the 
number of loading cycles. In this model the daily tissue < 
stimulus is the sum contribution from all daily loading 
cycles. 

In the case of bone, if activity level increases such that x V r 
increases, then a compensatory increase in bone density, or 
an increase in bone cross-section in the case of a long bone, ( 
will take place to return the stimulus to its equilibrium 
position. Increased bone density or increased bone cross- 
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sectional size act to reduce local bone tissue stress. 
Conversely, if % is reduced by a decline in activity, then 
bone mass will be lost until tissue stresses are sufficiently 
high to again return 4 / / to its equilibrium position. Muscle 
s fiber cross-sectional area is regulated in the same way. 

Expressions for bone density and fiber cross-sectional 
area can be derived by relating bone and muscle tissue 
effective stresses to their respective continuum effective 
stresses with the following results: 

10 

p - A/, | V and a, = A'„,[ V f k ]* 

where o r/ is the peak continuum cyclic effective stress in 
1 S bone, and f. is the peak cyclic fiber force. The exponent m 
for bone is estimated to be between 4 and 8. The value of m 
may be bi-linear with a lower value for low load cycles and 
a higher value for high load cycles. Values for k have not 
been estimated from literature data, but high values (k>8) 
20 are consistent with high force, low cycle (resistance) exer- 
cise increasing fiber cross-sectional area more effectively 
than low force (aerobic), high cycle exercise. 

Normal daily activities such as standing, walking, and 
running impose two external forces on the body: body 
weight (constant) and the ground reaction force (GRF) 
composed of body weight (BW) and the inertia force accel- 
erating and decelerating the center of mass of the body 
during activity. High GRFs produce large internal muscle 
and bone forces. Mechanical strains on the surface of animal 
30 leg bones, monitored with strain gages, indicate that for a 
wide range of gait speeds and modes of locomotion surface 
strain patterns are similar and follow the magnitude of the 
GRF. These results suggest that the musculoskeletal forces 
in lower limbs are approximately scaled by the magnitude of 
the GRF during activities of the same type. 

The GRF has three orthogonal components: a vertical 
component that supports body weight and accelerates or 
decelerates the body in the direction of gravity; an anterior/ 
posterior force component that accelerates and decelerates 
40 the body in the direction of motion; and a medial/lateral 
force component of low magnitude that controls side sway. 
The vertical component, GRFz, is the most significant force 
loading the body during stance phase when internal muscle 
and bone forces are the greatest. Therefore, if lower limb 
LS musculoskeletal loading and tissue stresses are proportional 
to GRFz, then it follows from equations (1) and (2) that the 
daily bone loading stimulus and lower limb bone density, 
loaded primarily by ground reaction forces, are approxi- 
^ mately proportional to 

I i (4, 5) 

yjj, cc (3 [ ^ (GRFz, r ] m and /> <x £2 [ £ ( GRFz , | . 

5 In these expressions it is understood that the peak value of 
the vertical component (GRFZ) is in units of bodv weight 
(BW). For example, if an individual were standing on one 
foot, GRFz would be equal to one body weight ( 1.0 BW). 
Peak cyclic values of GRFz range from approximately 
0 1.0- 1.5 BW during walking and 2. 0-3.0 BW during 
running, depending on gait speed and individual variations 
in gait mechanics. Also, p is equal to the subject’s body 
weight normalized to a standard recommended body weight 
based on subject height. 

5 It follows that monitoring daily peak vertical forces, 
GRFz, may give a good approximation to lower body 
musculoskeletal loading and general physical activity. It is 
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noted that muscle have and bone may have different tissue 
stimulus values for the same GRFz history since exponents 
m and k may be different. This preferred embodiment 
quantifies the musculoskeletal loading stimulus in terms of 
a bone stimulus. In particular, we can define two new 
variables, an Activity Index, AI, and a Bone Density Index, 
BDI, from equations (4) and (5) above that provide the user 
with useful activity level and bone density information: 


<x AI = and 

i 

p cv BDI s /*: iGRF^r]^ ■ 


For each user, p is determined from the user's height and 
a stored table. The Activity Index reflects a user's true 
activity level since it is unbiased by body weight. However, 
the absolute value of bone density is affected by body 
weight. Thus, heavy people could have relatively high bone 
density even though they may be sedentary’. To account for 
both activity level and bone density, we have two indices. 
Equation ( 6 ) provides a way of relating daily GRFz loading 
histories to a daily loading stimulus as a method of quanti- 
fying daily activity level. Equation (7) provides a way of 
relating daily GRFz loading histories to lower limb bone 
density, particularly in the calcaneus (heel). This is impor- 
tant since the heel is known to be response to changes with 
age and activity level (Hutchinson et al., 1995). 

B. Application of Statistical Distributions to Daily GRFz 
Histories 

The value of the Activity Index, Al, and Bone Density 
Index, BDI, give the best single quantitative measures of 
daily activity for the assessment of musculoskeletal fitness. 
A number of combinations of daily high and low load cycles 
may produce similar values of AI and BDI. For example, 
because the exponent m is thought to be between 4 and 8 , a 
small number of high load cycles may have the same AI and 
BDI values as a large number of low- load cycles. Clearly, the 
pattern of activity producing these two different load distri- 
butions will be different. 

To gain a better description of individual daily activity, 
the complete histogram of peak GRFz loading cycle mag- 
nitudes can be summarized in terms of the Weibull prob- 
ability distribution, which is known to be appropriate for 
modeling the distribution of peaks of a random loading 
history (Winterstein et al., 1995). Distributions of this type 
are asymmetric, and possess a long tail toward the highest 
values of the distribution. In the case of human cyclic GRFz 
histories, the area under the distribution is an index of the 
total amount of activity (i.e. total number of cycles) and the 
width of the tail is an indicator of the intensity of activity. A 
sample fit to 40 hours of normal activity is shown in FIG. 1. 

Accurate characterization of the distribution tail (highest- 
magnitude cycles) is crucial because 1 ) theoretical models 
and experimental evidence indicate that the high-magnitude 
loading cycles provide a disproportionately high contribu- 
tion to bone tissue loading stimulus and density (m between 
4 and 8 in equations 4 and 5); and 2) the presence of activity 
at these extreme values varies greatly among individuals and 
is a good indicator of overall intensity of daily activity. We 
also postulate that width and area under the distribution 
decline with age, as individuals become less active and less 
intense in their activity, resulting in fewer daily loading 
cycles of lesser magnitude. For example, it is known that 
preferred walking speed declines with age, resulting in lower 
peak forces and a consequently narrower loading distribu- 
tion. 


Experiments 

A. Laboratory Measurement of GRF and Ground Contact 
Time 

Twenty -four male subjects walked and ran across a force 
5 plate to test the accuracy of using ground contact time or 
ground contact time normalized by stride period to estimate 
both vertical and horizontal force (load) and force-rate 
(load-rate) components of the ground reaction force. Three 
walking and three running speeds were selected to cover the 
H) range of slow to fast walking and running. 

Results 

The laboratory data indicate that walking and running 
possess disparate ranges of typical contact times (t t .), each 
contact event can be identified as one of these two types of 
15 gait, and a separate regression equation used on this basis. 
An inverse relationship was found between ground contact 
time and GRFz as depicted in FIG. la. FIG. 2b illustrates the 
improvement in GRFz prediction during running when 
ground contact time is normalized by stride period. 

20 If a cycle is identified as walking (0.5 s<t r <0.9 s), a 
suitable regression equation is: 

Peak GRFz (body weights >=0.795 (l/^.HO.029. (8) 

If a cycle is identified as running (0.15 s<t r <0.37 s), a 
suitable regression equation is: 

Peak GRFz (body weights )=0. 307 ( l// t H-l .282. (*0 

Increased accuracy is achieved if the regression relationship 
for running is normalized by stride period computed from 
successive foot-down contacts 


Peak GRFz (body weights )=0.856 (77f r )+0.089. (10) 

35 Similar relationships were found for the two horizontal 
force components and loading rates in the three component 
directions. Accuracy was found to be highest between con- 
tact times and the vertical force component, GRFz. GRFz 
was predicted from contact time alone within ± 8 % (±1 SD> 
40 for both walking and running. When running ground contact 
time was normalized by stride period, accuracy improved to 
±4%. 

B. Outdoor Measurement of Normal Walking and Running 
A second study was performed outside the laboratory to 
45 test the ability of the method 1 ) to distinguish normal 
walking and running from ground contact time, and 2 ) to 
predict peak cyclic GRFz from regression equations ( 8 ) and 
( 10 ) in a setting approximating normal daily activity. 

One subject was outfitted with an analog insole force 
50 sensor and portable data logger, developed in our laboratory, 
that was programmed to store foot-ground contact times and 
peak cyclic GRFzs. The subject walked and ran outside at 
different self-selected speeds for a period of 40 minutes. 
Results 

55 Walking and running cycles were detected separately 
without significant error from ground contact time intervals 
empirically determined in Experiment A. Regression equa- 
tions listed above were used to convert foot-ground contact 
times to GRFzs. GRFzs from contact times were compared 
60 to peak GRFzs measured with the insole force sensor. 

GRFzs computed from regression equations ( 8 , 9, or 10) 
imply perfect correlation between contact time and GRFz. In 
reality GRFzs are randomly distributed about the regression 
line with a certain variance, s 2 To simulate the variability 
65 in these forces, a Gaussian random number of variance 
was added to each GRFz estimated from the appropriate 
regression equation. The results are shown in FIG. 3. Both 



US 6,183,425 B1 


contact time and contact time with variability estimated 
accurately the mean loading range of walking and runm g. 
contact time with variability also detected the spread of the 
distribution. 

Discussion 

A Basic User Operation 

At the start of operation, the user enters his or her gender, 
hodv weight, height and age. These are used internally loi 
referencing the user to the general population. Once the data 
has been input, it will remain unless the user wlshe ^° re ^ 
the values by scrolling through a menu displayed on the 
alphanumeric display 80. The user then inserts the insole 10 
into his/her shoe 50 and initiates data collection by pushing 
the Start/Pause button 90. 

Contact time events will now be collected until t 
Start/Pause button 90 is pushed. Unless the C eM/kesc 
mode is selected from the menu, pushing the Start/Pause 
button 90 again will restart the collection process without 
loss of data. The Timer 170, however, is not halted and keeps 
a continuous time record. At any time the user may wish to 
look at cumulative data. He or she does so by pausing he 
device with button 90. then he or she scrolls through the 
menu to select Cumulative Analysis (see FIG. Ilk lo 
examine average daily values, the user again P al j scs < - 
device with button 90. scrolls through the menu and selects 
Dailv Average Analysis (see FIG. 11 for complete 
description). The quantities communicated to the user are 
listed in FIG. 11. 

B. System Description 

The system consists of two principal components see 
FIGS. 6 and 7): a gas-filled insole 10. insertable into the 
user's shoe 50. for detection of foot-ground contact; and an 
electronic data processing/logging unit 40 attached to t c 
user's ankle by strap 30. The two components are connected 

by pressure tubing 20. , . - ,, 

HGS 8a and 8 b provide a close-up external view of the 
data processing/logging unit. All elements of the unit are 
contained in rigid housing 40. which is attached to a flexible 
formable backing 110, for comfortable positioning against 
the ankle of the user. A digital data port 100 is provided tor 
offloading of stored data to an external microcomputer. Also 
provided is connector 120 for connection ot the insole 

SC The user interface consists of pushbuttons 60 and 70 and 
alphanumeric display 80. The pushbuttons are used to ini- 
tiate data collection, initiate data analysis and display ini- 
tiate offloading of data, and reset the device. Specific func- 
tion of the individual pushbuttons is communicated to die 
user by the alphanumeric display. In this embodiment the 
user has the option of tailoring the analysis of ground contact 
times and daily activity to his or her unique situation by 
inputting through the display 80 and user buttons 60 and 70 
render (M or F), age, height, and body weight. 

FIG 9 is a block representation of the data processing/ 
lodging unit. Compression of the insole 10 during foot- 
ground contact results in an internal gas pressure increase 
which is detected by transducer 130. Any small pressure 
transducer is suitable in this application, such as the 
Motorola MPX5100. Output of the transducer is connected 
to the signal input of a dual-reference Schmitt-tnggered 
comparator 140 (such as Harris Semiconductor CA3098). 
the reference inputs of which are connected to two reference 
voltage sources 135 and 145. which are fixed at levels 
equivalent to the output of the transducer 130 w'hen respec- 
tively 10% and 20% of the subject's body weight is applied 
to the insole 10. The data processing unit 150 which 
consists of a microprocessor and non- volatile (read-on y) 
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program memory detects changes in the output state of the 

cessin* unit to read the current value in the -4-btt di & ita 
timer 170. which is driven by clock circuit 180 at a rate of 
s 1 00 Hertz. The value is stored in the random access memory 
(RAM) 160. All system functions are determined by a 
program stored in the system's read-only memory. For 
advanced analvsis. the contents of RAM 160 can be trans- 
ferred from the data processing unit 150 through the data 
10 port 100 to the serial communication port of an external 
microcomputer 200 via cable 190. 

In an alternative embodiment of the invention, shown in 
FIG 10 the pressure transducer 130 and comparator 140 are 
incorporated into the insole 10 . which is connected to the 
!S data processing unit 150 and voltage references 135 and 145 
housed in the data logging unit 90 by electrical cable 25, 
connected to the unit at cable connector 1-5. 

On system reset, the microprocessor s internal address 
pointer is set to the beginning of the starting address o 
->o RAM, and the system waits for the first foot -down even 
such that the first time stored is that of a toot-down event. 
Consequently, the data in memory will consist of a predict- 
able sequence of event times. Refemng to the first datum a 
#0. all even-numbered data will be foot-down times, all 
’5 odd-numbered data, foot-up times .. . 

B. Filtering of Non-Gait-Related Foot-Ground Contact 

E Ground contact times significantly greater than those 
measured for slow walking (-900 ms) may likely indicate 
to standing or sitting in one place. Because of the long duration 
and estfmated low peak cyclic GRFz ot. at most, approxi- 
mately 1 .0 BW. these cycles do not represent either sigmfi 
cant errors or contributors to quantification of daily activity 
based on our method of a daily loading stimulus (equation 
ts 4) computed from the daily history of peak cyclic GRFzs. 
We have arbitrarily selected 60 seconds as a cut-off of 
acceptable ground contact times, i.e., longer contact times 
are rejected as significant timing events. As the state of our 
know ledge improves with more data, we may be able to 
40 optimize the selection of the upper limit. , ,, onn 

Contact events of duration greater than approximately 900 
ms (l/t =1 11 s ’) and less than 60 seconds are unlikely to 
occur during walking. They may represent very slow Moil- 
ing or slow shifting of weight on and off the instrumented 
45 foot. In either case, these are considered loading cycles an 
assigned a magnitude of one body weight. Contac^events of 
duration less than approximately 150 ms <'/t,=6-67 > 

corresponding to running at a speed of approximately 8 ms 
are not likely to occur during gait, and will be discarded a. 
so spurious. Depending on the sensitivity of our screening 
algorithm described below, we may be able to extend the 
lower limit to include extremely fast running to a minimum 
practical lower limit of 125 ms, equivalent to -10 ms- . 
Although switch debouncing will eliminate many spun- 
ss ous contact events, some non-gait-related ground contact 
times are anticipated to occur that lie within the range of 
walking and running. From FIGS. 2a and 4 it is clear tha 
walking contact times do not overlap running contact times 
(0 50 s<t (1 ,„„<0.90 s; 0.15 s<t ( . r „„„,„ K <0.37 s ). However. 
60 during logging of daily activity over long periods with our 
insole force sensor, we have detected gait-related contact 
times in the contact-time zone between walking and running 
ifiX 7 £t go 50). We have labeled these special 

evi’ todlsting^hthem from well-defined activities. We 
65 attribute most of these to non-steady state locomotion such 
as transitioning to and from jogging, ascending and descend 
in» stairs, and jumping. In this embodiment these contact 
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times will be treated as if they were walking cycles for all 
calculations. Thus “walking” will span the interval (0.39 

r s ) and running (0.15 set <0 c * 

If P»”"0.39 „ k chosen as SOm&’i 

'^TS°£," n “ ,or ” llins - 

Cycles classified as walking or running on the basis oft 
are further verified by analysis of the stride period (T) the 
interval between successive cycles. During steady-state gait, 
there exists a strong correlation between T and t (FIG 5) 
such that a cycle possessing a particular t, will occur at a 
predictable time interval from the subsequent cycle The 
screening algorithm first determines from the value of the 
contact time whether the cycle is potentially a “walking” 

cycle" trUe Walld " S ° r 3 " SpeCial eVen *" or a -unmng 

Depending on the identification of the cvcle as either 
walkmg or running, the appropriate regression equation (see 
FIG. 5) relating stride period to the reciprocal of contact 
time is used to determine the “expected" stride period for the 
ground contact time in question. If the actual stride period 
measured as the difference in time between successive 
f^t-down events, is outside of the expected value and its 
95% confidence interval, then the ground contact-time event 
(foot-down and foot-up) is discarded. With more experience 
we may wish to adjust the limits on the confidence interval 
Following this processing, the remaining ground contact 
events are considered to represent true walking (and special 
events) and running gait cycles. 

C. Data Processing and Analysis 

c.T Contact Times, Stride Periods. Peak Cyclic GRFzs 

ata are analyzed by the onboard microprocessor, or the 
contents of RAM are offloaded to a host computer for 
analysis. From the tram of remaining event times, a step- 
y-step record of contact times and stride periods is gener- 
ated by subtracting even-odd pairs and even-even (or odd- 
odd) pairs, respectively. From the history of contact times 
a history of cyclic loading events (cycle magnitudes) is 
generated based on empirically-determined regression equa- 
tions from a large pool of human subjects. 

Regression equations were generated from data collected 
on 24 subjects. Equations (8) and ( 10) are used to compute 
Wk cycte ORFz ft„ m com*, ,imc« ^ c „„„c, limes 
nomalized by stride period for walking and running, respec- 
tively. The regression equations are considered good 
approximations to regressions equations obtained over a 
broad range of subjects representative of the population As 
more data become available, these may be adapted 
c.I: Gait Variables 

During analysis, cycle counts and sums of 1/t and T are 
maintamed separately for all cycles positively identified as 
steady-state walking and running as described previously. 

For running, a sum of T/t r is maintained as well. At the end 
of analysis separate average values of l/t r are calculated for 
walking and running by division of the respective 1/t sums 
by the respective cycle counts. Based on the separate empiri- 

I? Sr°i!T betWee " WaUdng and runnir 'g ^ed and 
i/t r (HO. 4 ), these average values are converted to repre- 
sentative steady-state gait speeds for walking and running 
Separate sums of T for walking and running provide a 
measure of total time spent performing each type of gait 
Separate cycle counts provide a measure of total walking 
steps and total running steps. g 

c.2: Total Gait-Related Energy Expenditure 
Total Gait-related energy expenditure is determined as the 
stun of walking-specific and running-specific energy expen- 
ltures. Because of the fundamental differences in the under- 


S ° f * heSe tWO *yP es of the respective 
values for energy consumption are calculated separately For 
walkmg. the rate of energy expenditure has been reported as 

- and Dumin° f and , grOSS bod - v we ight b y Passmore 

rate durum will ie llsei s average energy consumption 
rate during walking is determined in terms of his average 

walking speed (as described above) and body mass bv 
bilinear interpolation of the empirical data. Total walking- 
specific energy expenditure is calculated as the product of 
10 3Vera f C energy ra,e and total walking time. Running- 
specific energy expenditure is calculated in terms of instan- 
taneous rates of energy expenditure based on the model of 
kram and Taylor. 1990. Across a wide range of species they 
found the rate of energy consumption E to be well approx i- 


E = 


(II) 


\ ,he i bod y we, gh' and c is a constant found 
empirically equal to 0.183 J/N. It follows that the per-step 
energy consumption E w/ , can be described as: 
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= H -c- - 


( 12 ) 


Total running-specific energy consumption can be estimated 
as the sum of all per-step values, or: 




( 13 ) 


* * aM * "*“• Bone Dc " ! " , ’"**■ 

The Activity Index (AI) and Bone Density Index (BDI) 
are computed from equations (6) and (7). Currentlv the best 
estimate for the value of m is 4.0, but there' is some 
indication it may be higher or even bi-linear. Thus the value 
currently chosen is the best estimate, but mav change 
according to future research. FIG. 11 shows how these are 
accessed by the user. 

Once a data base is collected of daily peak GRFz loading 
histones among the population as a function of age. it will 
be possible to provide the user with an indication of his/her 
activity status with respect to the general population. The 
user s loading history can be summarized as an “equivalent 
age based upon a comparison of his or her Activity Index 
with population data contained internally. 

50 . 1116 et )uivalent age" is the same as the user’s age if the 
intensity of the user’s loading history is average for his age; 
less than the user's age if he is more active than average for 
his age; greater than the user’s age if he is less active than 
average for his age. Following internal data analysis, the 

eqUlvale j nt age IS communicated to the user bv the alpha- 
numenc display. p 

c.4: Offline Analysis 

The system is designed to be self-contained, performing 

60 unh n T a " d analysis and dis P la y wj thin the portable 
60 uni Users desiring more detailed data presentation and 

3 3 “ we,, . as lon g-‘erm data logging capabilities, can 
nterface the unit to an external microcomputer 200 with 
graphical display capabilities for further offline analysis 
Special software to handle data transfer, analysis, and dis- 
65 play is initiated on the microcomputer. The user connects the 
urn, s data port 100 to die microcomputer’s serial cotnmu 
mention port using data cable 190. Using the pushbuttons 
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60, 65 and 70, the user initiates the data transfer. The 
contents of RAM are transferred to the microcomputer. The 
software recalculates force cycles from the contact time 
history, using user-specific regression relationships it avail- 
able. Peak vertical (GRFz), peak medial, lateral, anterior, 
and posterior GRF, peak and average vertical (GRFz-rate), 
medial-lateral, and anterior-posterior loading rates (dGRF/ 
dt) are similarly calculated for each contact event, using 
empirically -determined regression relationships (derived, 
but not listed here). 

The microcomputer software provides the user with a 
number of advanced analyses of the loading history: 1 ) 2-D 
histogram of all significant loading cycles (z-axis) organized 
according to cycle range, i.e., magnitude (x-axis) and cycle 
offset (y-axis); 2) 1-D histogram of all significant loading 
cycles projected onto the cycle range (x-axis) with fitted 
Weibull distribution; 3)1 -D histogram of peak loading and 
unloading rates; 4) 1-D histogram of cumulative damage 
density for estimation of bone remodeling stimulus; 5) 
comparison of current data to that stored from previous 
collection sessions. 

What is claimed is: 

1. An apparatus for determining peak vertical ground 
reaction forces, comprising: 

a) an instrumented insole inserted into a user's shoe. 
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b) a data collection means for measuring foot to ground 
contact time, 

c) a data processing means for processing said ground 
contact time data, and 

5 d) a calculating means for indirectly estimating peak 
vertical reaction forces using processed ground contact 
time data. 

2. An apparatus for determining a user's daily activity 
from a determination of peak vertical ground reaction forces, 

10 comprising: 

a) an instrumented insole inserted into a user's shoe, 

b) a data collection means for measuring foot to ground 
contact time, 

c) a data processing means for processing said contact 
time data, and 

d) a calculating means for calculating peak vertical 
ground reaction forces and calculating a daily Activity 
Index, AI, and Bone Density Index. BD1 as: 

20 

.^|£< GRF y ) m | " and BDI = | £ ( GRF - ; | ^ . 
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